[Argon gas embolism in laparoscopic cholecystectomy with the Argon Beam One coagulator].
The report is about argon embolism in a 37-year-old female patient during laparoscopic cholecystectomy and coagulation of a liver bed bleeding with the "Argon Beam One". The presented case report is to show that in spite of technical perfection and correct use of the Argon Beam One coagulator unfavorable anatomical conditions can cause life threatening gas embolism.